[Improved method of determining the complex index of the technical level of medical equipment and apparatus].
Considerable drawbacks have been found in examining the well-known methods of determining the complex indices of the product technical level. The widely used method of calculating the complex index of the technical level as the arithmetic mean of separate indices gives comparatively accurate results only in the narrow range of identical single indices. Comparing the product indices with those of the standard specimen and vice versa gives incompatible results. The proposed method of calculating the complex index based on determining the relative deviations of indices from their mean value has significant advantages as compared to the considered method and can be recommended for the evaluation of the technical level of medical equipment.